Entrapment of mitral chordal apparatus causing early postoperative dysfunction of a St. Jude mitral prosthesis.
Preservation of subvalvular apparatus is increasingly performed during mitral valve replacement. We describe a case of early postoperative St. Jude mitral valve dysfunction as a result of chordal entrapment.